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FOREWORD 

Unit  cell  parameters  obtained  from  the  indexing  of  powder  diffraction  data  and 
subsequent  minimization  Fit  are  widely  used  in  the  characterization  of  optically  and 
electronically  important  materials.  The  sensitivity  of  these  parameters  to  average 
microscopic/atomic-level  variations  cause  these  parameters  to  be  valuable  indicators  of 
(intentional  or  unintentional)  doping,  average  bulk  composition  as  well  as  of  changes  in 
composition,  and  thermal  expansion.  For  those  samples  in  which  an  internal  standard 
cannot  be  incorporated,  more  precise  (and  accurate)  cell  parameters  will  be  obtained  from 
the  minimization  fit  if  geometric  (optical)  aberrations  and  systematic  errors  are  either 
eliminated  from  the  diffraction  data  initially  or  are  explicitly  included  in  the  Fit.  The 
methodology  and  program  described  herein  represent  the  First  least-squares  (minimization) 
Fit  that:  (1)  explicitly  allows  reFinement  of  several  geometric  (optical)  aberrations  and 
systematic  errors  potentially  present  in  Bragg-Bretano  powder  diffraction  data;  (2)  includes 
the  errors  in  a  general  way  for  all  lattice  symmetries;  and  (3)  uses  singular  value 
decomposition  (rather  than  matrix  inversion  of  the  normal  equations)  to  obtain  the  changes 
to  the  parameters  at  each  step  of  the  nonlinear  least-squares  minimization. 
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INTRODUCTION 


The  sensitivity  of  unit  cell  parameters  to  composition  and  temperature  cause  their 
precise  determination  to  be  an  important  aspect  in  the  characterization  of  materials.  For 
example,  the  value  of  the  c-axis  unit  cell  parameter  in  YBa2Cu30x  and  related  materials  has 
been  used  as  an  indication  of  oxygen  content  (Reference  1).  Also,  analysis  of  the  variation 
of  unit  cell  parameters  with  temperature  is  one  of  the  methods  used  to  determine  the  thermal 
expansion  of  technologically  important  materials.  The  validity  of  the  cell  parameters 
obtained  from  X-ray  diffraction  data  have  been  the  subject  of  many  studies  (see,  for 
example.  Reference  2).  However,  the  accurate/precise  determination  of  unit  cell  parameters 
continues  to  be  a  topic  of  discussion  and  study  (References  3  through  7). 

The  most  precise  lattice  parameters  will  be  those  obtained  by  a  fit  to  all  of  the 
observed  angular  data  (and  from  which  systematic  aberrations  and  systematic  errors  have 
been  eliminated).  Before  easy  access  to  computers,  graphical  extrapolation  methods  were 
used  to  eliminate  systematic  aberrations  and  errors  before  fitting  the  observed  data.  With 
the  advent  of  (early)  computers,  more  calculationally  intensive  methods  of  error  correction 
and  fitting  became  possible  with  a  number  of  authors  suggesting  analytical  functions  for 
systematic  errors  (References  8  through  11).  However,  these  functions  were  mostly 
designed  for  the  expected  aberrations  and  errors  found  in  film  data  obtained  with  camera 
methods.  With  the  development  of  modem  powder  diffractometers  came  the  development 
of  angular  (d-spacing)  standards.  For  samples  with  which  a  known  standard  can  be 
mixed,  accurate  line  positions  are  obtained  (at  room  temperature)  by  correcting  the 
positions  of  the  sample  lines  with  a  "correction  curve"  determined  from  the  standard 
(Reference  12).  With  the  current  availability  of  internal  standards  and  the  ease  of  correction 
of  diffractometer  data  using  "external  calibration  curves,"  less  impetus  has  existed  to 
calculationally  correct  for  errors  with  analytical  functions  appropriate  for  diffractometers. 

In  the  course  of  diffraction  studies  to  obtain  the  oxygen  content  of  high-temperature 
(Tc)  superconducting  single  crystals  as  well  as  to  obtain  high-temperature  thermal 
expansion  data  on  novel  sulfides  and  ceramic  materials,  precise  and,  if  possible,  accurate 
unit  cell  parameters  over  (possibly)  a  range  of  temperatures  were  needed.  In  some  cases, 
an  internal  standard  could  not  be  (easily)  incorporated  in  the  samples.  In  addition,  an 
internal  standard  for  high-temperature  diffraction  studies  is  not  available.  To  obviate  the 
need  for  an  internal  standard  and  still  to  obtain  precise  (and  reasonably  accurate)  unit  cell 
parameters,  the  capability  to  explicitly  refine  systematic  errors  and  geometric  aberrations 
simultaneously  with  refinement  of  unit  cell  parameters  has  been  incorporated  into  a  least- 
squares  unit-cell  refinement  (computer)  program. 


3 


NAWCWPNS  TP  8128 


MATHEMATICAL  FRAMEWORK 


In  principle,  the  number  of  observations  (angular  measurements)  usually  exceeds 
the  number  of  aberration  and  unit  cell  parameters  that  would  need  to  be  fit  by  a 
minimization  procedure.  This  suggests  that  parameters  for  aberrations  affecting  the 
observed  20  values  could  be  explicitly  included  in  the  fit,  although  large  correlations  might 
occur. 


For  each  hkL  (ilh)  reflection,  the  observed  angular  20  position  is  related  to  the 
reciprocal  lattice  parameters  by  Equation  1. 

sin2(0j)  =  (X2/4){Q}  (1) 

where  {Q}  =  {)j2a*2  +  ^2^*2  +  /  2^2  +  2Ma*b*cosy*  +  2Ma*c*cosJ3*  +  2£/b*c*cosoc*}. 

However,  the  effect  of  geometric  aberrations  on  the  observed  line  positions  are  usually 
expressed  as  [(20)obs  =  (20)true  +  <8(20j)>]  (References  2  and  13),  where  <8(20)> 
represents  the  shift  in  peak  centroid  position  caused  by  aberrations  or  systematic  errors. 
Therefore, 

sin[(0j)obs]  =  sin[(®i)true  +  <5(20j)>/2]  (2) 

where  (0i)true  =  sin-1[(A;2)(VQ)]. 

Expanding  Equation  2  as  a  sum  of  angles  results  in  Equation  3. 

sin[(0i)obs]  =  sin[(0i)tnie]cos[<8(20i)>/2]  +  cos[(0i)true)sin[<8(20i)>/2]  (3) 

Realistically,  a  powder  diffractometer  should  be  aligned  reasonably  well  and  the  optical 
aberrations  are  relatively  small.  For  example,  if  [<8(20)>/2]  is  ~1°  (an  enormous  error), 
setting  the  cos[<8(20)>/2]  term  in  Equation  3  equal  to  1 .0  results  in  an  error  of  less  than 
0.1%.  Similarly,  the  sine  of  a  small  angle,  sin[<8(20)>/2]  can  be  approximated  by  the 
angle  itself  (in  radians).  Therefore,  (<8(20)>/2]  should  be  small  and  Equation  3  can  be 
approximated  by  Equation  4,  which  is  good  to  first-order  in  8. 

sin[(0j)obs]  ~  sin[(0j)u-ue]  +  [<8(29j)tnje>/2]cos[(8j)true)  W 

Although  [<8(20)>/2]  can  be  expressed,  for  common  errors  and  aberrations,  as  a  linear 
sum  of  terms  (Reference  13),  i.e., 

[<8(20)>/2]  =  02ero  -  HRcos0  -  Gcot0  -  Tsin(20)  (5) 

Equation  4  remains  nonlinear  overall. 
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Nevertheless,  the  desired  unit  cell  parameters  and  error/aberration  coefficients  are  those 
which  will  best  fit  Equation  4  for  every  observation  (8j)obs-  Three  (computerized)  methods 
that  are  employed  to  determine  estimates  of  the  parameters  in  a  nonlinear  system  (such  as 
Equation  4)  are  linearization,  steepest  descent,  or  Marquardt's  compromise  (Reference  14). 
If  the  error  distribution  is  Gaussian  and  the  observations  have  been  weighted  appropriately, 
then  the  method  of  least-squares  will  give  the  maximum  likelihood  estimate  of  the 
parameters  (Reference  15).  Therefore,  linearization  using  the  standard  method  of  Taylor 
series  expansion  about  initial  starting  values  (and  neglecting  higher-order  terms)  is  used  to 
transform  Equation  4  into  Equation  6,  which  can  then  be  treated  as  a  linear  least-squares 
problem  by  solving  for  the  changes  in  the  parameters  (i.e.,  8a*,  etc.).  Using  F(a*,...T)  to 
represent  the  entire  right  side  of  Equation  4, 

F(a*,...  T)  =  sin[(0i)truel  +  {©zero  *  HRcos©  -  Gcot0  -  Tsin(20)}cos[(0i)truel 
then  at  initial  values  F(a*,...T)0  for  each  observation  i  (1  — »  M) 
m  (  r  ~\p  "I  r  2p~\  ) 

?1(&*)L^*J  +-(5r)[^J  (6) 

For  data  points  (observations)  1  M,  Equation  6  can  be  expressed  in  the  matrix  form, 

A  *  x  =  b 

where  A  is  the  design  matrix  with  dimensions  (Mxp)  containing  M  rows  corresponding  to 
each  observation  for/?  columns  of  partial  derivatives  of  the  p  parameters  a*...  T,  x  is  the 
column  vector  containing  the  desired  changes  (5a*...  5T)  for  the  p  parameters,  and  b  is  the 
column  vector  of  length  M  containing  the  residuals  for  each  observation  (the  right  side  of 
Equation  6). 

The  solution  for  x  that  minimizes  the  sum  of  the  squares  of  the  residuals  is  found 
by  solving  (in  matrix  notation) 

(AT  •  A)  •  x  =  AT  •  b 
or 

x  =  (AT  •  A)*1  •  AT  •  b  (7) 

where  (AT  •  A)  is  called  the  Hessian  or  normal  equations  matrix.  If  the  number  of 
observations  exceeds  the  number  of  parameters  (i.e.,  sufficient  ML  can  be  assigned  to  the 
observed  line  positions)  and  no  near  degeneracies  in  the  parameters  exist,  the  matrix 
inversion  required  in  Equation  7  is  usually  well-behaved.  However,  one  might  imagine 
that  inclusion  of  the  systematic  error  functions  which  would  tend  to  introduce  small 
corrections  (with  coefficients  that  may  tend  to  zero)  could  cause  problems  during  the 
normal  matrix  inversion.  Therefore,  instead  of  using  normal  equations  and  matrix 
inversion,  the  solution,  vector  x  in  the  matrix  form  of  Equation  6,  is  obtained  using 
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singular  value  decomposition.  This  more  "resistant"  procedure  diminishes  the  problems 
caused  by  near  singularities  in  the  matiix  (or  "delicately  canceling  infinities")  (See 
Reference  16  and  references  therein,  as  well  as  Reference  17).  The  singular  value 
decomposition  will  still  produce  a  best  solution  in  the  least-squares  sense  (Reference  16). 
The  matrix  A  can  be  decomposed  as  follows: 


A  =  U  •  [diag(sj)]  •  VT 


from  which  it  can  be  shown  that  the  x  that  minimizes  1A  •  x  -  bl  is  given  by 
x  =  V  •  [diag(lAj)]  •  (UT  •  b) 
where  U  (MxM)  and  \(p  xp)  are  orthogonal  matrices. 

For  those  Sj  that  are  zero  or  are  so  small  as  to  approach  the  floating  point  precision  of  the 
computer,  their  values  of  (1/sj)  are  set  to  zero  (rather  than  allowing  them  to  approach 
infinity)  before  x  is  determined. 

From  the  decomposition,  the  covariance  matrix  is  also  obtained  (Reference  16). 
The  estimated  variances  for  the  reciprocal  lattice  and  aberration  parameters  are  obtained  in 
the  usual  way  by  multiplying  the  elements  of  the  covariance  matrix  by  the  estimate  of  the 
population  variance  (SGEST),  which  for  M  observations  and  p  parameters,  SGEST  = 
[X(residuals)2]/(M-ip)  (Reference  15).  The  estimated  variances  for  the  (direct)  unit  cell 
parameters  are  then  obtained  by  (Reference  18) 

c  =  D  •  r  •  DT 

where  c  is  the  vector  to  be  calculated  containing  the  (direct)  unit  cell  variances,  D  is  a 
matrix  of  the  derivatives  of  the  unit  cell  parameters  with  respect  to  the  reciprocal  lattice 
parameters,  r  is  the  vector  with  the  estimated  variances  of  the  reciprocal  lattice  parameters 
obtained  from  the  covariance  matrix,  and  DT  is  the  transpose  of  D. 


THE  PROGRAM 


The  program,  CELLSVD,  is  an  iterative  least-squares  program  for  refining  unit  cell 
and  systematic  error  parameters  by  solving  the  matrix  form  of  Equation  6  using  singular 
value  decomposition.  The  development  of  CELLSVD  is  an  outgrowth  of  efforts  to  adapt 
an  old  program  "PODEX"  for  current  use. 

"PODEX"  is  an  iterative  least-squares  program  that  minimizes  the  differences 
between  observed  and  calculated  sin29,  i.e.,  minimizes  the  differences  between  Q0bs  and 
Qcaic,  by  refining  an  initial  crystallographic  unit  cell  against  observed  angular  diffraction 
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data  using  standard  Taylor-series  expansion  with  matrix  inversion  of  the  normal  equations. 
"PODEX"  has  the  same  capabilities  as  the  various  veisions  of  the  "Appleman-Evans"  least- 
squares  program,  but  also  includes  some  coding  for  error  functions.  The  FORTRAN 
coding  of  "PODEX”  which  came  to  the  author  via  B.  Chamberland  (University  of 
Connecticut)  (hereafter,  OPODEX)  is  that  of  a  very  old  (approximately  30-year-old) 
version  from  DuPont.* **  A.  W.  Sleight,  while  at  DuPont,  obtained  an  early  version  of 
C.  W.  Burnham’s  LCLSQ  (Reference  19)  from  C.  T.  Prewitt.  Sleight  modified  LCLSQ 
and  renamed  this  modified  program  PODEX.” 

The  coding  of  OPODEX  was  subsequently  modified  by  this  author  to  allow 
different  values  for  the  standard  wavelengths,  the  input  was  modified,  the  use  of  input 
hkL's  was  changed,  the  calculation  of  the  Smith-Snyder  (F\)  figure-of-merit  (Reference 
20)  was  included,  and  some  of  the  unnecessary  output  was  eliminated.  Due  to  the  archaic 
FORTRAN  syntax,  additional  changes  were  required  in  the  FORTRAN  coding  to  satisfy 
the  compiler.  This  modified  OPODEX  was  recompiled  under  Lahey  FORTRAN77  to 
yield  two  executable  versions;  one  was  optimized  for  80286  instructions  and  requires  an 
80x87  coprocessor  (286PODEX.EXE)  and  one  was  compiled  with  no  optimization  and 
with  emulation  for  80x87  code  tNEWPODEX.EXE).  The  error  functions  of  OPODEX 
were  retained  (with  some  modifications)  but  the  validity  of  their  use  and  the  validity  of  the 
programming  remains  in  question.  The  form  of  these  error  functions  clearly  date  back  to 
the  methodologies  discussed  in  References  8  through  1 1  and  are  not  easily  related  to 
current  diffractometer  hardware.  286PODEX  has  been  used  locally  for  a  few  years,  but  the 
systematic  errors  expected  from  our  experiments  were  not  adequately  handled  by  this 
program.  Consequently,  the  mathematical  treatment  described  in  the  previous  section  was 
derived  and  CELLSVD  was  written. 

The  overall  flow  of  program  logic  in  CELLSVD,  the  symmetry  constraints  and 
symmetry  subroutine  for  systematic  absences,  the  indexing  subroutine  (with 
modifications),  and  much  of  the  input/output  are  essentially  those  of  286PODEX. 
However,  after  removal  of  the  undesired,  unnecessary,  questionable,  and  out-of-date 
coding  of  286PODEX  (and  OPODEX),  coding  for  the  following  were  added:  (a)  coding  to 
include  systematic  error  parameters  in  a  form  related  to  modem  diffractometer  hardware  as 
expressed  by  Equation  5;  (b)  coding  to  build  the  design  matrix  A  with  appropriate 
derivatives,  including  the  crossterms  involving  (8j)truc  in  the  error  functions;  (c)  coding  for 
singular  value  decomposition  along  with  associated  coding  to  recover  the  solution  vector  x 
and  covariance  matrix;  (d)  coding  for  additional  choices  of  weighting  schemes  including 
true  unit  weights  (equally  weighted  observations)  and  weighting  by  the  inverse  of  the 
variance  in  sin9;  (e)  the  capability  to  hold  indices  of  some  (or  all)  reflections  fixed  while 
allowing  other  reflections  to  be  automatically  indexed;  (f)  coding  to  check  for  convergence; 
(g)  coding  to  allow  the  changes  to  the  systematic  errors  to  be  damped  (or  fixed);  and  (h) 
miscellaneous  coding  changes  including  improved  character  handling  that  enabled  the 


*  E.  I.  DuPont  de  Nemours  &  Co.,  Experimental  Station,  Wimington,  DE  19898. 

**  A.  W.  Sleight,  Department  of  Chemistry,  Oregon  State  University,  Corvallis,  OR 
97331-4003,  pesonal  communication,  June  1993. 
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program  to  run  under  modem  FORTRAN77.  Consequently,  although  the  input  and  output 
look  similar  to  OPODEX  and  Burnham's  LCLSQ,  the  internal  mathematics  of  the  program 
have  been  drasticaK'  altered.  The  calculational  validity  of  the  program  (without  systematic 
errors)  has  bee.  checked  using  published  tests;  results  are  given  in  Appendix  A.  Two 
executable  v  3l0ns  of  CELLS  VD  (NEWCELL.EXE  and  CELLSVD.EXE)  were  compiled 
using  a  Lahey  FORTRAN77  compiler;  NEWCELL.EXE  requires  no  80x87  coprocessor 
and  should  run  on  any  IBM-type  personal  computer.  CELLSVD.EXE  was  compiled  with 
an  optimized  80286  instruction  set  and  requires  the  presence  of  an  80x87  coprocessor. 

CELLSVD  has  been  found  to  be  stable,  even  if  rather  large  systematic  errors  are 
refined.  However,  convergence  generally  requires  many  more  cycles  than  the  previous 
FORTRAN77  version  of  286PODEX  (NEWPODEX).  Requesting  eleven  or  twelve  cycles 
has  been  found  to  be  adequate  for  most  problems;  the  program  will  stop  if  convergence  is 
reached  sooner.  The  speed  of  execution  of  CELLSVD  on  a  personal  computer  with  a  386 
processor  and  387  coprocessor  is  not  significantly  slower  than  observed  with  286PODEX. 
Instructions  for  input  to  CELLSVD  are  given  in  Appendix  B. 


EXAMPLES  OF  THE  USE  OF  CELLSVD 


EXAMPLE  I 

Powdered  LaB6  is  available  as  a  certified  angular  (d-spacing)  standard  from  the 
National  Institute  of  Standards  and  Technology  (NIST)  as  SRM  660.  The  sharp  line 
profiles  that  this  material  exhibits  makes  it  valuable  as  an  external  (profile)  standard  as  well 
as  for  an  internal  d-spacing  (angular)  standard.  The  certified  value  for  the  unit  cell 
parameter  is  4.15695(6)  A.  If  systematic  errors  or  inherent  optical  aberrations  in  LaB6 
experimental  data  are  included  during  refinement  of  its  unit  cell  parameter,  the  resulting  cell 
parameter  should  be  very  close  to  the  expected  certified  value  (within  an  error  due  to 
temperature  differences).  (However,  see  Reference  21  for  comments  regarding  the  correct 
absolute  values  of  the  unit  cell  parameters  for  the  NIST  SRMs!) 

A  substantial  amount  of  certified  SRM  660  (LaB6)  was  mixed  with  transparent  fast¬ 
setting  epoxy;  a  thin  layer  of  this  mixture  was  smeared  on  an  "off-axis,"  AT-cut  quartz 
substrate.  After  several  weeks  of  curing  and  aging,  the  sample  was  then  ground  and 
polished  in  an  optical  shop  to  a  flatness  of  better  than  1  pm.  This  sample  was  run  on  a 
Scintag  PAD  V  diffractometer  which  (at  that  time)  was  known  to  have  a  systematic  error 
which  increased  with  increasing  28.  The  diffractometer  was  equipped  with  a  (liquid- 
nitrogen-cooled)  solid-state  germanium  detector  and  the  radius  was  set  at  220  mm;  a 
divergence  angle  of  1.43°  and  acceptance  (receiving)  angle  of  0.143°  were  used.  Data  were 
acquired  using  a  slow  step  scan.  Peak  positions  were  obtained  using  Scintag-supplied 
background  correction  and  peak-picking  software.  Each  of  the  possible  systematic  error 
corrections  were  tested  using  the  same  software- selected  peak  positions.  (The  input  data, 
which  was  used  for  a1’  of  the  tests  is  shown  below.)  Parameters  controlling  the  refinement 
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were  the  same  for  all  of  the  tests  and  the  observations  were  weighted  equally  (unit 
weights).  Only  the  choice  of  the  systematic  error  function  was  varied. 

Input  Data  for  the  Tests  of  the  Systematic  Error  Corrections 


06/15/93  10:31:16.50  CELLSVD  by  Lout-Ha 

LaB6(in  epoxy,  grnd  flat  on  AT  qtz,  .2-.5<4-2)  ‘TEST* 


CRYSTAL  IS: 

CUBIC 

INPUT 

IS:  2-THETA 

INITIAL  DIRECT  UNIT  CELL 

PARAMETERS 

A  * 

4.15660 

ALPHA  = 

90.00000 

B  « 

4.15660 

BETA  • 

90.00000 

C  ■ 

4.15660 

GAMMA  * 

90.00000 

THE  RADIATION  IS:  CU 

with  WAVELENGTHS: 

1 

1. 

540598 

2  0 

oooooo 

3 

0. 

oooooo 

4  0 

oooooo 

LaB6(in  epoxy. 

grnd  flat 

on  AT  qtz,  .2-.5<4-2)  "TEST* 

INPUT  DATA 

N  H  K  L 

0 

I 

1/DSQ 

2-THETA 

WV 

INPUT 

SIGMA 

1 

4.1500 

11 

0.05806 

21 .394 

1 

21 .3940 

0.00000 

2 

2.9352 

11 

0.11607 

30.429 

1 

30.4290 

0.00000 

3 

2.3970 

11 

0.17404 

37.490 

1 

37.4900 

0.00000 

4 

2.0759 

11 

0.23204 

43.562 

1 

43.5620 

0.00000 

5 

1.8567 

11 

0.29008 

49.023 

1 

49.0230 

0.00000 

6 

1.6950 

11 

0.34805 

54.058 

1 

54.0580 

0.00000 

7 

1.4681 

11 

0.46396 

63.294 

1 

63.2940 

0.00000 

8 

1.3842 

11 

0.52194 

67.629 

1 

67.6290 

0.00000 

9 

1.3132 

11 

0.57984 

71.827 

1 

71 .8270 

0.00000 

10 

1.2522 

11 

0.63773 

75.925 

1 

75.9250 

0.00000 

11 

1.1520 

11 

0.75358 

83.932 

1 

83.9320 

0.00000 

12 

1.1101 

11 

0.81150 

87.881 

1 

87.8810 

0.00000 

PARAMETERS  FOR  NEXT  CYCLE 

Print  Controls  are:  MPRIHT=  0  IALLPR*  1  INDEXW*  1 

HKLs  are  assigned  by:  RE-INOEX  Multiples  are:  INCLUDED  Type  of  weighting:  IW  =  1 
Systematic  error  corrections  for:  theta-zero  -  YES 
cos(th)  error  -  NO  cot(th)  error  -  NO  sin(2th)  error  -  NO 
DAMPing  multiplier  for  changes  in  systematic  errors  =  1.00 
DMIN=  1.09000  DT*  0.15000  TS*  0.05000 
NO  SYSTEMATIC  ABSENCES 


Tests  of  each  of  the  possible  systematic  errors  yielded  the  results  shown  below  (Table  1) 
for  twelve  indexed  reflections.  The  sin(20)  error  function  most  adequately  modeled  the 
diffractometer  error  and  inherent  optical  aberrations  in  this  particular  set  of  LaB6  data, 
yielding  the  expected  unit  cell  parameter  for  LaBg  (within  two  estimated  standard 
deviations). 
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TABLE  1.  Resulting  Unit  Cell  for  LaB6  Test  Data. 


a 

Fn 

ave.lA0l 

Refine  0O 

4.1543(2)A 

227.7 

0.00203° 

Refine  cos0  error 

4.1539(1) 

232.2 

0.00199 

Refine  cot0  error 

4.1531(1) 

158.3 

0.00291 

Refine  sin(20)  error 

4.1566(2) 

489.3 

0.00094 

Note  that  the  differences  between  the  unit  cell  values  in  Table  1  are  much 
larger  than  the  estimated  standard  deviation  of  the  fit!  Although  each  fit  yields 
a  reasonably  precise  value,  the  differences  between  values  reflect  the  effect  that  including 
systematic  errors  (or  not  including  them)  has  on  the  accuracy  of  the  resultant  cell 
parameter(s). 


EXAMPLE  II 

Sodium-containing  P"-alumina  is  used  in  high-temperature  batteries  and  is  an 
important  component  of  AMTEC.  Therefore,  its  properties  especially  at  high  temperatures 
are  of  interest.  High-temperature  diffraction  data  were  acquired  from  small  ceramic  pieces 
of  a  commercial  Li-stabilized,  Na-P"-alumina.  Precise  unit  cell  parameters,  as  functions  of 
temperature,  were  to  be  used  to  determine  the  thermal  expansion  of  this  particular 
commercial  material.  In  addition,  changes  in  the  unit  cell  parameters  were  to  be  used  to 
decide  between  two  proposed  models  for  defects  that  form  in  the  presence  of  sodium  at 
high  temperatures.  CELLSVD  was  used  to  successfully  refine  the  high-temperature 
powder  diffraction  data  which  were  found,  unfortunately,  to  contain  a  significant 
systematic  error  at  a  (later)  time  when  recollection  of  data  was  not  possible. 

Room- temperature  data  for  Na-P"-alumina  were  initially  refined  against  hand- 
calculated  unit  cell  values.  However,  the  final  fit  was  much  poorer  than  expected.  The 
Smith-Snyder  Figure-of-Merit,  Fn  was  very  low,  the  average  (absolute)  A  0  value  was 
very  high,  0.032°,  and  six  lines  were  not  indexed,  as  shown  in  the  partial  output  below. 


ROGEROOl:  undoped  b"-alurr\ina,  27C(before  heating)  {LINES  w/l>5  ONLY} 


DIRECT  UNrr  CELL  CONSTANTS  AFTER  LEAST-SQUARES  CYCLE  1 1 
PARAMETER  OLD  CHANGE 

NEW 

ERROR 

A  (ANG.)  5.64580 

0.00000 

5.64580 

0.00601 

C  (ANG.)  34.23462 

0.00000 

34.23462 

0.10288 

UNIT  CELL  VOLUME 

(CUBIC  ANG.)  945.0335 

0.0001 

945.0336 

2.9066 

A(RHOMBOHEDRAL)  =  11.867950 

PARAMETERS  FOR  NEXT  CYCLE 

Print  Controls  are:  MPRINT=  0  IALLPR= 

ALPHA(R)  =  27.52044 

1  INDEXW=  1 
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HKLs  are  assigned  by:  RE-INDEX  Multiples  are:  REJECTED  Type  of  weighting:  IW  =  6 
Systematic  error  corrections  for:  theta-zero  -  NO 

cos(th)  error  -  NO  cot(th)  error  -  NO  sin  (2th)  error  -  NO 
DAMPing  multiplier  for  changes  in  systematic  errors  =  1 .00 
DMIN=  1.54000  DT=  0.31833  TS=  0.10611 

LHKL=6,  IHK0=0.  L0KL=0,  LH0L=0,  LHHL=0,  LHML=0,  LH00=0.  L0K0=0.  L00H=0 


ROGER001:  undoped  b"-alumina.  27C(before  heating)  {LINES  w/>5  ONLY} 

OBSERVED  AND  CALCULATED  VALUES  BASED  ON  REFINED  PARAMETERS  AFTERCYCLE  11 


N 

1 

H 

K 

L 

D{OBS) 

D  CALC(corr) 

Q  CALC(unc) 

2{THo-THccal) 

SQRT(Wt) 

1 

72 

0 

0 

3 

1 1 .55408 

11.41154 

0.00768 

-0.09564 

1.5440 

2 

61 

0 

0 

6 

5.67809 

5.70577 

0.03072 

0.07612 

1.5549 

3 

6 

0 

1 

2 

4.73501 

4.70137 

0.04524 

-0.13521 

1.0000 

4 

21 

1 

0 

4 

4.25798 

4.24546 

0.05548 

-0.06217 

1 .5664 

5 

26 

1 

1 

0 

2.82932 

2.82290 

0.12549 

-0.07378 

1.6010  M 

6 

7 

1 

0 

10 

2.81114 

2.80437 

0.12715 

-0.07876 

1.0000 

9 

53 

1 

1 

6 

2.52505 

2.53017 

0.15621 

0.07430 

1.6177 

10 

24 

0 

2 

1 

2.43996 

2.43849 

0.16817 

-0.02287 

1 .6236 

11 

5 

2 

0 

2 

2.42153 

2.42015 

0.17073 

-0.02193 

1.0000 

12 

25 

0 

2 

4 

2.34861 

2.35069 

0.18097 

0.03514 

1.6308 

13 

9 

2 

0 

5 

2.29886 

2.30235 

0.18865 

0.06171 

1.0000  M 

14 

27 

1 

1 

9 

2.25386 

2.26687 

0.19460 

0.23906 

1 .6393  BD 

16 

16 

0 

2 

7 

2.17894 

2.18672 

0.20913 

0.15403 

1  6469  M 

19 

10 

0 

l 

20 

1.61611 

1.61559 

0.38312 

-0.02016 

1.0000  M 

21 

17 

1 

2 

11 

1.59120 

1 .58900 

0.39605 

-0.08794 

1 .7606 

22 

21 

1 

1 

18 

1 .57807 

1 .57732 

0.40194 

-0.03044 

1.7651 

23 

8 

3 

0 

6 

1 .56086 

1.56712 

0.40719 

0.25964 

1.0000  BD 

24 

8 

2 

0 

17 

1.55539 

1 .55435 

0.41391 

-0.04346 

1.0000 

REFLECTIONS  NOT  USED 


N 

D(OBS) 

Q(OBS) 

1 

7 

2.7781 

0.12957 

29 

8 

2.5984 

0.1481 1 

49 

15 

2.2451 

0.19840 

10 

17 

2.1574 

0.21486 

6 

18 

1.9764 

0.25600 

83 

20 

1 .5998 

0.39070 

5 

ROGER001:  undoped  b"-alumina,  27C(before  heating)  {LINES  w/l>5  ONLY} 

DISCREPANCY  FACTORS  BASED  ON  REFINED  PARAMETERS  AFTER  CYCLE  1 1 
Number  of  PARAMETERS  Varied  =  2  Number  of  OBSERVATIONS  =  24 
Number  of  Observations  ACCOUNTED  FOR  =  18 
Number  of  Observations  TO  BE  USED  IN  NEXT  CYCLE  =  1 2 

Number  of  UNUSED  INDICES  generated  =  28  TWO  ORMORE  INDICESFIT  =  4  Observations 
AVERAGE  OF  ABS(DELTA  THETA)  =  0.03183 
Smith-Snyder  F(N)  =  6.1  for  18  indexed  reflections 

Careful  comparison  of  the  raw  20  values  of  the  room-temperature  data  with  those 
from  a  calculated  pattern  for  Na-(3"-alumina  in  the  literature  suggested  that  a  constant  A  20o 
systematic  error  of  -0.27°  was  present  in  the  data.  With  the  inclusion  of  a  0O  error  in  the 
least-squares  refinement  of  the  unit  cell,  the  fit  was  much  improved  as  shown  in  the  partial 
output  below.  The  Fn  dramatically  improved  and  the  average  (absolute)  A  0  was  now 
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much  less  than  0.008°,  as  would  be  expected  for  good  angular  data.  Note  that  the  refined 
0O  error  (x  2)  is,  indeed,  approximately  equal  to  the  error  expected  from  comparison  to  the 
literature! 

ROGEROO):  undoped  b"-alumina.  27C(befo re  heating)  {LINES  w/l>5  ONLY} 

DIRECT  UNIT  CELL  CONSTANTS  AFTER  LEAST-SQUARES  CYCLE  9 


PARAMETER 

OLD 

CHANGE 

NEW 

ERROR 

A  (ANG.) 

5.60639 

0.00000 

5.60639 

0.00038 

C  (ANG.)  33.43675 

UNIT  CELL  VOLUME 

0.00000 

33.43675 

0.00208 

(CUBIC  ANG.) 

910.1669 

0.0000 

910.1669 

0.1551 

A(RHOMBOHEDRAL)  =  11.606090  ALPHA(R)  =  27.95347 

OdthetcnBro=  -0.14791  Change  =  0.00000  New  theta-zero  = -0.14791  Estimated  error  =  0.2500E-04 

PARAMETERS  FOR  NEXT  CYCLE 
Print  Controls  are:  MPRINT=  0  IALLPR=  1  INDEXW=  1 

HKLs  are  assigned  by:  RE-INDEX  Multiples  are:  REJECTED  Type  of  weighting:  IW  =  6 
Systematic  error  corrections  for:  theta-zero  -  YES 

cos(th)  error  -  NO  cot(th)  error  -  NO  sin(2th)  error  -  NO 
DAMPing  multiplier  for  changes  in  systematic  errors  =  1 .00 
DMIN=  1.54000  DT=  0.06000  TS=  0.02000 

LHKL=  6.  LHK0=  0.  L0KL=  0.  LH0L=  0.  LHHL=  0.  LHML=  0.  LH0O=  0.  L0K0=  0.  L00H=  0 


ROGERO0 1 :  undoped  b'-alumina.  27C(before  heating)  {LINES  w/l>5  ONLY} 

OBSERVED  AND  CALCULATED  VALUES  BASED  ON  REFINED  PARAMETERS  AFTERCYCLE  9 


N 

1 

H 

K 

L 

D(OBS) 

DCALQccrr) 

QCALQurc) 

2(lHo1Hocd) 

JQF3(Wt) 

1 

72 

0 

0 

3 

1 1 .55408 

11.57701 

0.00805 

0.01517 

1 .5440 

2 

61 

0 

0 

6 

5.67809 

5.67783 

0.03220 

-0.00071 

1 .5549 

3 

6 

0 

1 

2 

4.73501 

4.73563 

0.04600 

0.00243 

1.0000 

4 

21 

1 

0 

4 

4.25798 

4.25735 

0.05673 

-0.00314 

1 .5664 

5 

26 

1 

1 

0 

2.82932 

2.82875 

0.12726 

-0.00652 

1.6010 

6 

7 

0 

0 

12 

2.81 1 14 

2.81)64 

0.12880 

0.00580 

1.0000 

7 

29 

1 

0 

10 

2.77807 

2.77845 

0.13186 

0.00454 

1 .6034 

8 

49 

0 

1 

11 

2.59840 

2.59785 

0.15065 

-0.00751 

1.6131 

9 

53 

1 

1 

6 

2.52505 

2.52439 

0.15946 

-0.00959 

1.6177 

10 

24 

0 

2 

1 

2.43996 

2.44004 

0.17058 

0.00135 

1 .6236 

1 1 

5 

2 

0 

2 

2.42153 

2.42091 

0.17326 

-0.00975 

1.0000 

12 

25 

0 

2 

4 

2.34861 

2.34864 

0.18399 

0.00053 

1 .6308 

13 

9 

2 

0 

5 

2.29886 

2.29848 

0.19204 

-0.00668 

1.0000 

14 

27 

1 

1 

9 

2.25386 

2.25356 

0.19971 

-0.00545 

1 .6393 

15 

10 

0 

0 

15 

2.24505 

2.24486 

0.20125 

-0.00357 

1.0000 

16 

16 

0 

2 

7 

2.17894 

2.17895 

0.21351 

0.00021 

1 .6469 

17 

6 

0 

1 

14 

2.15736 

2.15756 

0.21773 

0.00396 

1.0000 

18 

83 

0 

2 

10 

1.97643 

1 .97645 

0.25912 

0.00047 

1 .6728 

19 

10 

2 

1 

10 

1.6161 1 

1.61641 

0.38639 

0.01 152 

1.0000 

20 

5 

0 

0 

21 

1 .59985 

1 .59970 

0.39445 

-0.00562 

1.0000 

21 

17 

0 

2 

16 

1.59120 

1.59118 

0.39866 

-0.00086 

1 .7606 

22 

21 

1 

2 

11 

1 .57807 

1.57827 

0.40517 

0.00803 

1.7651 

23 

8 

3 

0 

6 

1 .56086 

1.56128 

0.41398 

0.01  730 

1.0000 

24 

8 

1 

1 

18 

1 .55539 

1.55547 

0.41706 

0.00353 

1.0000 
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ROGEROOl:  undoped  b"-alumina,  27C(before  heating)  {LINES  w/l>5  ONLY)  DISCREPANCY 
FACTORS  BASED  ON  REFINED  PARAMETERS  AFTER  CYCLE  9 

Numbef  of  PARAMETERS  Varied  =  3  Number  of  OBSERVATIONS  =  24 
Number  of  Observations  ACCOUNTED  FOR  =  24 
Number  of  Observations  TO  BE  USED  IN  NEXT  CYCLE  =  24 

Number  of  UNUSED  INDICES  generated  =  26  TWO  OR  MORE  INDICES  FIT  =  0  Observations 
AVERAGE  OF  ABS(DELTA  THETA)  =  0.00280 
Smith-Snyder  F(N)  =  85.8  for  24  indexed  reflections 


For  data  obtained  at  higher  temperatures  on  the  same  sample  of  Na-f3"-alumina,  the 
behavior  of  each  of  the  unit  cell  refinements  was  similar.  The  20o  error  was  approximately 
constant  with  temperature,  as  would  be  expected  if  most  of  the  error  was  caused  by  an 
initial  error  in  the  alignment  of  the  diffractometer  hardware. 

Cell  Refinement  Results 
Without  Inclusion  of  a  Systematic  0O  Error 


a 

c 

IA0I 

27°C  5.6458(60)  A 

34.235(103)  A 

0.032°° 

200°C  5.6620(34) 

33.381(44) 

0.022^ 

400°C  5.6682(28) 

33.420(36) 

0.022c 

°  6  lines  rejected. 
b  8  lines  rejected. 
c  9  lines  rejected. 

Cell  Refinement  Results* 

0O  Error  Included 

a 

c 

IA0I 

27°C  5.6064(4)  A 

33.437(2)  A 

0.003° 

-0.1479° 

200°C  5.6151(5) 

33.482(3) 

0.004 

-0.1369 

400°C  5.6206(4) 

33.511(2) 

0.003 

-0.1389 

600PC  5.6182(4) 

33.501(2) 

0.004 

-0.1295 

800PC  5.6277(4) 

33.552(2) 

0.003 

-0.1157 

1000°C  5.6398(5) 

33.620(3) 

0.005 

-0.1360 

*For  CuKaj  wavelength  =  1.540562  A. 
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CONCLUDING  SUMMARY 


A  new  computer  program,  CELLSVD,  allows  explicit  refinement  of  systematic 
errors  and  geometric  aberrations  that  can  occur  in  powder  diffractometer  data.  The 
program  uses  an  approximation  for  sin(0obs)  as  the  observational  equation.  The  nonlinear 
observational  equation  is  changed  to  a  linear  form  using  standard  Taylor  series  expansion 
methods.  Iterative  linear  least-squares  is  accomplished  using  singular  value  decomposition 
techniques.  The  calculational  validity  of  the  program  has  been  verified  by  comparison 
with  published  standard  tests.  Use  of  CELLSVD  has  enabled  precise  (and  accurate)  unit 
cell  parameters  to  be  obtained  from  diffraction  data  that  contained  (even  substantial) 
systematic  error. 
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Appendix  A 

REFINEMENT  TESTS 
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The  least-squares  unit  cell  refinement  algorithm  of  CELLSVD,  without  the 
inclusion  of  any  systematic  errors,  was  tested  using  data  given  in  Reference  3.  Results 
obtained  from  CELLSVD  are  compared  with  the  published  results  for  these  test  data. 
However,  for  a  thorough  comparison.  Reference  3  should  be  consulted.  Unit  cell 
refinement  programs  are  not  all  based  on  the  same  observational  equations  and  do  not  all 
handle  indexing,  line  rejection,  weights,  and  estimated  standard  deviations  in  the  same 
way.  Hence,  the  programs  used  in  the  published  tests  did  not  yield  exactly  equivalent 
results.  For  example,  although  the  Foris/DuPont  results  using  DuPont’s  PODEX  are  given 
under  the  tests  with  unit  weights,  IW=1  (at  least  in  OPODEX)  actually  implies  the  use  of 
"Hess  weights,"  i.e.,  weights  derived  from  the  expected  variance  of  1/d2  (without  an 
additional  multiplying  factor),  NOT  equally  weighted  observations.  Note  also  that  the  Fn 
in  the  published  tests  is  given  only  for  the  first  30  lines  (or  less);  CELLSVD  gives  Fn  for 
all  possible  data  from  20  =  0°  out  to  the  dMIN  given  on  Line/CARD  V. 

The  published  data  used  for  these  tests  also  do  not  necessarily  represent  the  best 
possible  data  available  for  the  compounds  given.  In  CELLSVD  (and  in,  i.e.,  286PODEX) 
as  a  refinement  proceeds,  and  the  fit  improves,  the  tolerance  factor  for  assigning  indices 
("DT")  in  conjunction  with  the  tolerance  factor  for  inclusion  of  a  reflection  in  the  matrix 
("TS")  continue  to  decrease  until  a  minimum  of  DT  =  0.06°  (in  0)  and  TS  =  0.02°  (in  0)  are 
reached.  For  a  correct  unit  cell  with  reasonably  good  diffractometer  data,  DT  and  TS  reach 
the  minimum  values.  However,  these  minimum  tolerance  values  could  not  be  reached  with 
the  test  data  given  for  #LS01  and  #LS02. 


TEST  LS#01,  Triclinic 


Published  results 
(ave.A20  =  0.017°) 

CELLSVD  results 
(21  A0l=  0.014°) 

Range  of  values 

Values  for  unit  weights 

a 

7.0305  -  7.0313  A 

.0008  -  .0016  A 

7.0312(10)  A 

b 

10.6092  -  10.6114  A 

.0013  -  .0026  A 

10.6107(16)  A 

c 

6.3660  -  6.3676  A 

.0009  -  .0017  A 

6.3670(10)  A 

a 

101.351  -  101.374° 

.007  -  .018° 

101.363(12)° 

P 

100.169-  100.180° 

.005  -  .016 

100.178(11)° 

Y 

93.811  -93.820° 

.005  -  .015° 

93.812(11)° 

# 
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TEST  LS#02,  Monoclinic 


Published  results 

(ave.A2d  =  0.015°) 

CELLS  VD  results 

(21  A0l=  0.015°) 

Range  of  values 

Values  for  unit  weights 

a 

5.14844-5.14897  A 

.00026  -  .00065  A 

5.14892(33)  A 

b 

5.20952  -  5.20973  A 

.00021  -  .00066  A 

5.20944(32)  A 

c 

5.31820-5.31863  A 

.00025  -  .00068  A 

5.31820(33)  A 

3 

99.232  -  99.245° 

.003  -  .007° 

99.234(5)° 

TEST  LS#02,  Monoclinic 


Published  results 
(variable  "Hess"  weights) 

(ave.A26  =  0.015°) 

CELLS  VD  results 
(2IA0I=  0.015°) 

■ 

Range  of  values 

Range  of  esd.'s 

Using  published 
"Hess"  test 
weights* 

Using  weights* 
for  variance 
in  1/d 

a 

5.14873-  5.14885  A 

.00038  -  .00052  A 

5. 14972(30)  A 

5.14886(17)  A 

n 

5.20956  -  5.20962  A 

.00037  -  .00052  A 

5.20950(28)  A 

5.20940(17)  A 

c 

5.31830-  5.31867  A 

.00035  -  .00053  A 

5.31806(30)  A 

5.31828(17)  A 

3 

99.236  -  99.247° 

.005  -  .006° 

99.232(5)° 

99.235(3)° 

*  Note  that  in  the  published  tests,  the  variable  weights  are  "Hess”  weights,  i.e., 
weights  derived  from  the  variance  in  1/d2  (which  assumes  a  1/d2  or  AQ  fit).  These 
weights  are  a  l/sin2(20)  [i,e.,  (X2/4sin(20))2]  function,  varying  by  approximately  a 
factor  of  10  between  17  and  90°  (20)  with  the  low-angle  reflections  more  heavily 
weighted.  For  a  fit  based  on  1/d  or  A(sin0),  the  variance  in  1/d  results  in  weighting 
by  a  (l/cos20)  [i.e.,  (A./cos0)2]  function  which  emphasizes  the  higher-angle 
reflections. 
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TEST  LS#03,  Orthorhombic 


Published  results 
(ave.  A20  =  0.005°) 

CELLSVD  results 
(21  A0l  =  0.006°) 

Range  of  values 

Values  for  unit  weights 

a 

6.71505 -  6.71510  A 

.00010  -  .00033  A 

6.71507(17)  A 

b 

3.64839  -  3.64843  A 

.00005  -  .00018  A 

3.64845(9)  A 

c 

6.19949  -  6.19964  A 

.00010 -.00031  A 

6.19964(16)  A 

TEST  LS#04,  Tetragonal 


Published  results 
(ave.  A20  =  0.008°) 

Range  of  values 

EB5SH5ERH 

a 

5.75847  -  5.75884  A 

.0001 1  -  .00047  A 

5.75895(28)  A 

c 

9.46724  -  9.46773  A 

.00027  -  .00082  A 

9.46722(70)  A 

KM 

67.4  (N=21) 

64.7  (N=21) 

38 

39  (to  dmin  =  1.11) 

FN  =  65.7  (NpoSS  =  39). 


TEST  LS#05,  Trigonal  (R3c) 


Published  results 
(ave.  M6  =  0.003°) 

CELLSVD  results* 

(21  A0l=  0.003°) 

Range  of  values 

Values  for  unit  weights 

a 

4.75922  -  4.75931  A 

.00005  -  .00017  A 

4.75921(7)  A 

c 

12.99195  -  12.99221  A 

.00016  -  .00045  A 

12.99189(22)  A 

*  The  refined  CELLSVD  cell  gives  a  calculated  rhombohedral  cell  of 
a  =  5.128778  A,  a  =  55.28726°.  The  CELLSVD  refined  rhombohedral  cell 
(with  unit  weights)  is  a  =  5.12878(25)  A,  a  =  55.287(2)°  However,  the  Fn 
calculated  during  the  rhombohedral  refinement  may  be  incorrect.  No  attempt 
was  made  to  modify  the  systematic  absences  and  symmetry  subroutines  of 
OPODEX. 
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TEST  LS#07,  Cubic  (Pa3) 


Published  results 
(ave.  A20=  0.005°) 

CELLSVD  results 
(21  A0l=  0.005°) 

Range  of  values 

Values  for  unit  weights 

a 

7.85556  -  7.85593  A 

.00007  -  .00024  A 

7.85556(13)  A 

Fn 

95  (N=20) 

87.3  (N=20) 

42 

46* 

*  Pa3  was  used  as  a  test  because  the  indices  do  not  permute  in  this  space  group. 
However,  in  CELLSVD  (and  286PODEX)  all  reflections  between  20=0°  and  dmin 
(dmin  =  1-088  in  this  case)  are  considered  in  counting  Nposs-  Three  reflections  are 
allowed  below  the  first  observed  (111)  reflection.  No  attempt  was  made  to  modify 
the  systematic  absence  and  symmetry  subroutines  of  OPODEX. 
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Appendix  B 

INPUT  INSTRUCTIONS  FOR  CELLSVD 

The  original  input  format  of  OPODEX  and  286PODEX  as  80-column  card  images 
has  been  retained  due  to  the  ease  of  rapidly  modifying  template  files  with  a  word-processor 
or  line  editor  in  ASCII  mode.  The  use  of  template  files  enables  input  for  multiple 
calculations  involving  the  same  or  similar  materials  to  be  rapidly  prepared,  although  one 
obvious  improvement  would  be  to  have  the  program  directly  read  a  data  file  containing 
diffractometer-generated  peak  list  information.  Because  the  input  is  read  in  FORTRAN 
fixed  format,  it  does  matter  in  which  column  the  numbers  go.  Attempting  to  refine  more 
than  one  systematic  error  in  a  cycle  is  NOT  recommended. 
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Une/CARD  I 

Column 

Parameter 

Explanation 

1-72 

TLE 

Title 

Line/CARD  II 

Column 

Parameter 

Explanation 

1-2 

RADI 

Radiation  indicator:  CU,  CO,  CR,  FE,  MO,  NI,  AG  are  the 

only  names  allowed.  If  a  different  radiation  is  desired,  fool  the 
program  by  using  one  of  these  names  but  include  NEWLAM 
(below). 


3 

KS 

Crystal  system: 

0,  triclinic;  1,  monoclinic  (y  not  90°); 

2,  standard  monoclinic  setting  ((}  not  90°);  3,  orthorhombic; 
4,  rhombohedral;  5,  hexagonal;  6,  tetragonal;  7,  cubic. 

4 

II 

Input  type: 

0, 20  values  in  degrees;  1 ,  d- values; 

2,  sin20  values. 

5 

Not  used  in  CELLS  VD 

6-9 

KT 

CELLSVD  systematic  error  functions: 
col  6,  refine  0O 

col  7,  refine  coefficient  for  cos0  (sample  displacement  or  thin 
speciman  error) 

col  8,  refine  coefficient  for  cot0  (flat  speciman  or  axial  diver¬ 
gence  error) 

col  9,  refine  coefficient  for  sin(20)  (thick  speciman  error) 

10-15 

not  used 

16 

NPP 

Initial  correction  indicator: 

0, 0O  error  and  error  coefficients  start  at  zero; 

1,  read  in  initial  corrections  on  CARD  IIIA. 

17-18 

not  used 

19 

NEWLAM 

Indicator  to  change  wavelength  values  for  CU,  CO,  CR,  FE, 

MO,  NI,  or  AG: 
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0,  no  change;  1,  change  values,  different  (new)  values  follow. 


20-28 

XALPH1 

New  value  for  aj  wavelength.  Only  ai  is  needed  if  all  data 
refer  to  <X2-stripped  diffractometer  (or  Guinier)  data. 

29-37 

XALPH2 

New  value  for  <X2  wavelength. 

38-46 

XBETA 

New  value  for  p  wavelength. 

49-50 

LETBEG 

Flag  to  refine  systematic  errors; 

- 1 ,  apply  corrections  initially,  requires  a  "CARD  III  A" 

0 ,  no  refinement  of  errors 

N ,  refine  systematic  error  corrections  beginning  with  cycle  N 

Line/CARD  III 

Column 

Parameter 

Explanation 

1-8 

P(l) 

a  (A).  Include  only  unique  (necessary)  cell  parameters. 

9-16 

P(2) 

b  (A). 

17-24 

P(3) 

c  (A). 

25-32 

P(4) 

a  (deg). 

33-40 

P(5) 

(3  (deg). 

41-48 

P(6) 

Y  (deg). 

Line/CARD  IDA 

Column 

Parameter 

Explanation 

1-8 

P(7)..P(15) 

If  NPP=1,  read  the  initial  0O  correction  or  values  for  error 

coefficients  in  FORMAT  (9F8.0). 


v 
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Line/CARD  IV  (Use  One  Line/Data  Card  for  Each  Reflection) 


Column 

Parameter 

Explanation 

1-3 

IX(1,J) 

h 

4-6 

IX(2,J) 

k 

7-9 

IX(3,J) 

L 

11-18 

YQ 

observed  20  value  (or  d  or  sin2©); 

data  "cards"  must  be  input  in  order  of  increasing  20  (or 

decreasing  d). 

19-26 

SIGMA(J) 

a  value;  can  be  blank  if  weights  are  assigned  below. 

28 

IV(J) 

wavelength  indicator:  blank  or  1  =  ccj;  2  =  3  =  weighted 

mean  a;  4  =  (3 

38-40 

IN(J) 

Relative  intensity 

Line/CARD  V 

Column 

Parameter 

Explanation 

Blank  line  to  end  data  input. 


Line/CARD  VI  (Refinement  control  "card"  -  include  one  for  each  cycle.) 


Column 

Parameter 

Explanation 

1 

KI(1) 

1,  Vary  a;  0,  do  not  vary 

2 

KI(2) 

1,  Vary  b;  0,  do  not  vary 

3 

KI(3) 

l,Varyc;  0,  do  not  vary 

4 

KI(4) 

1,  Vary  a;  0,  do  not  vary 

5 

KI(5) 

1,  Vary  {3;  0,  do  not  vary 

6 

KI(6) 

1,  Vary  y  0,  do  not  vary 

7 

KI(7) 

1,  Vary  0O;  0,  do  not  vary 

8 

KI(8) 

1 ,  Vary  cos0  coefficient;  0,  do  not  vary 

9 

KI(9) 

1,  Vary  cot0  coefficient;  0,  do  not  vary 

10 

11-15 

KI(10) 

1 ,  Vary  sin(20)  coefficient;  0,  do  not  vary 
not  used 
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16  IW  Weighting  scheme:  the  recommended  weights  to  use  with 

CELLS  VD  are  IW=0,  1,  2,  or  6. 

0:  do  not  change,  requires  a's  on  data  cards. 

(Due  to  a  programming  error  the  input  under  option  IW=0  in 
286PODEX  was  actually  1/a.  In  CELLSVD  this  has  been 
corrected;  input  the  actual  or  estimated  a.) 

1:  unit  weights,  in  CELLSVD  this  now  means  equally 
weighted  observations. 

(In  OPODEX  equally  weighted  observations  did  nol  exist. 
IW=1  actually  meant  the  use  of  weights  derived  for  a  variance 
in  HcP,  but  without  any  additional  multiplication  factor!  In 
OPODEX  the  weights  for  the  variance  in  (lid2)  are  equivalent 
to  using  "Hess"  weights,  within  constant  factors  of  A.  See 
IW=5  below.) 

2:  equally  weighted  observations  scaled  down  for  lines  with 
I<10 

3:  [tan20/sin2(28)]  weights 

4:  as  for  IW=3,  scaled  down  for  lines  with  I<10 

5:  [A.2/4sin(20)]2  weights,  OPODEX  weights  based  on  the 
variance  in  (1/d2). 

NOTE  Weighting  options  IW=3,4f>  are  NOT  recommended 
for  use  with  CELLSVD  ;  they  have  no  mathematical  or  statistical 
basis  for  the  A(sind)  fit  of  CELLSVD . 

6:  [X/cos0]2  weights  for  a  variance  in  (1/d)  (except  for  I<10, 
wt=l). 

fW=6  is  similar  to  OPODEX  weights  in  that  the  weights  are 
derived  for  the  variance  in  the  observation  equation. 

7:  (l/sin20)  weights,  theoretically  unjustified,  but  perhaps 
useful 

17  IDC  Output  indicator:  0,  usual;  1,  suppress  direct  cell  dimensions 
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18  JPEX  Index  indicator: 

0,  do  n£l  change  input  hkL,  but  index  any  unindexed  lines;  ’ 

1,  index  and  ignore  all  input  hkL's.  During  a  run  JPEX=0  can 

be  changed  to  JPEX=1  on  subsequent  cycle  "cards",  but  NOT 

the  other  way!  * 

19  LHKL  Systematic  conditions  for  hkL  reflections: 

0,  no  restrictions; 

1,  C-centered  (h+k=2n); 

2,  A-centered  (k+L=2n); 

3,  B-centered  (L+h=2n); 

4,  F-centered  (hkL  all  odd  or  even); 

5, 1-centered  (h+k+L=2n); 

6,  -h+k+L=3n,  R(obv.),  (hexag.index); 

7,  +h-k+L=3n; 

8,  h-k=3n 

20  LHKO  Systematic  conditions  for  hkO: 

0,  no  restrictions; 

1,  h=2n;  2,  k=2n; 

3,  h+k=2n;  4,  h+k=4n 

21  LOKL  Systematic  conditions  for  OkL: 

0,  no  restrictions; 

1,  k=2n;  2,  L=2n; 

3,  k+L=2n;  4,  k+L=4n 

22  LH0L  Systematic  conditions  for  hOL: 

0,  no  restrictions; 
l,L=2n;  2,  h=2n; 

3,  L+h=2n;  4,  L+h=4n 

23  LHHL  Systematic  conditions  for  hhL: 

0,  no  restrictions; 

1, L=2n  (tetragonal); 

2,  2h+L=4n  (tetragonal); 

3,  L=2n  (rhombohedral); 

4,  L=2n  (hexagonal); 

5,  L=2n  (cubic); 

6,  2h+L=4n  (cubic); 

24  LHML  Systematic  conditions  for  hnL: 

0,  no  restrictions; 

1 ,  L=2n  hhL,  hexagonal 
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25 

LHOO 

Systematic  conditions  for  hOO: 

0,  no  restrictions; 

1,  h=2n;  2,  h=4n 

26 

LOKO 

Systematic  conditions  for  OkO: 

0,  no  restrictions; 

1,  k=2n;  2,  k=4n 

27 

LOOL 

Systematic  conditions  for  00L: 

0,  no  restrictions; 

1,  L=2n;  2,  L=3n; 

3,  L=4n;  4,  L=6n. 

All  systematic  conditions  should  be  explicitly  indicated! 

28 

IREJ 

Rejection  indicator  for  lines  with  multiple  possible  indices: 

0,  reject  lines  with  multiple  indices; 

1 ,  do  not  reject. 

29 

JRS 

Reset  systematic  error  coefficients; 

0,  do  not  reset;  1,  reset  to  0.0 

30-36 

DMIN 

Minimum  d-value  for  current  cycle. 

37-43 

DT 

Maximum  tolerance  in  0  (deg.)  for  an  index  to  be  assigned. 
For  good  diffractometer  data,  start  with  DT  =  0.2  (or  less)  to 
avoid  excess  multiple  fits.  The  default  DT  is  now  0.15  and, 
hence,  can  be  left  blank  if  refining  diffractometer  data.  DT 
should  only  be  given  on  the  first  cycle  card;  DT  should  be  left 
blank  on  subsequent  cycle  cards. 

44-50 

TS 

Maximum  allowable  delta  0  (in  deg.)  for  a  reflection  to  be 
included  in  the  next  least-squares  cycle.  This  can  be  left  blank: 
TS  =  DT/3. 

52 

MPRLST 

Print  control: 

0,  suppress  matrices  &  residuals; 

1,  print  matrices  &  residuals. 

53 

IALLPR 

Print  control: 

0,  print  all  information; 
»  1,  print  summary  only. 
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54  INDEXW  Print  control: 

0,  print  all  generated  indices  that  are  not  used; 

1,  suppress  printing  unused  indices. 

56-60  DAMP  Multiplier  of  the  change  in  the  systematic  error,  normally  set  to 

1.0  but  could  be  equal  to  0.0  if  the  value  for  the  error  is  not  to 
be  updated.  Note  that  there  is  n q  default  value  for  this 
parameter,  a  value  must  be  input  or  a  value  of  0.0  will  be 
assumed!  FORMAT(F5.2) 


Line/CARDVII  (Last  cycle  card) 


Column  Parameter  Explanation 


1-15 


Blank,  do  not  vary  any  parameters. 


16-52 


As  for  previous  cycle  cards. 


53  IALLPR  This  should  be  0  to  print  the  final  table. 

Flags  on  data  are:  for  weight  of  0.0;  "**”  for  a  reflection 

not  rejected  but  which  could  be  fit  by  multiple  indices;  "M” 
indicates  a  reflection  rejected  due  multiple  possible  indices; 
"BD"  indicates  bad  data,  an  indexed  reflection  for  which  A  0 
exceeds  TS. 


54  INDEXW  This  should  be  1  to  suppress  the  unused  indices  list  when 

printing  the  final  table. 


i 


30 


I 


INITIAL  DISTRIBUTION 


1  Naval  Research  Laboratory  (Code  4683,  Dr.  E.  Skelton) 

2  Defense  Technical  Information  Center,  Alexandria 

1  Ain  Shams  University,  Cairo,  Egypt  (Physics  Department,  Prof.  K.  El-Sayed) 

1  Alfred  University,  Alfred,  NY  (New  York  State  College  of  Ceramics  (Prof.  R.  L.  Snyder) 
1  AMOCO  Research  Corporation,  Naperville,  IL  (AMOCO  Research  Center,  Dr.  J.  Kaduk) 

1  Oregon  State  Duniversity,  Corvallis,  OR  (Department  of  Chemistry,  Prof.  A.  W.  Sleight) 

1  Prof.  Giora  Kimmel,  Israel 

2  Sc intag.  Incorporation,  Sunnyvale,  CA  (Dr.  S.  B.  Robie) 

1  University  of  Connecticut,  Storrs,  CT  (Chemistry  Department,  Prof.  B.  Chamber land) 


I 


